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ABSTRACT

Neural probes provide therapeutic stimulation for neuropsychiatric disorders or record neural activity
to investigate the workings of the brain. Researchers utilize 6 mm long temporary silicon stiffeners
attached with biodissolvable adhesive to insert flexible neural probes into rat brains, but increasing the
probe length fivefold makes inserting large animal probes a significant challenge because of an
increased potential for buckling. This study compared the insertion success rates of 6 mm and 30 mm
long silicon stiffeners that were 80 um wide and 30 um thick, and ascertained the material thickness
and modulus of elasticity that would provide successful insertion for a 30 mm probe. Using a
microdrive, stiffeners were inserted into an agarose brain phantom at controlled insertion speeds
while being video-recorded. Twenty-five percent of the 30 mm silicon stiffeners fully inserted at speeds
approximately four times higher than the target rate of 0.13 mm/s, while 100 percent of the 6 mm
silicon stiffeners inserted successfully at target speed. Critical buckling loads (P.r) were calculated for
the 6 mm and 30 mm silicon stiffeners, and for 30 mm diamond and tungsten stiffeners, with
thicknesses varying from 30-80 um. . Increasing the thickness of the material by 10 um, 20 um and 30
um improved the P by 2.4, 4.7 and 8.2 times, respectively, independent of the material, and
substituting diamond for silicon multiplied the buckling capacity by 5.0 times. Stiffeners made of
silicon for large animal probe insertion are not strong enough to withstand buckling upon insertion
without a significant increase in thickness. Replacing silicon with diamond and increasing the
thickness of the stiffener to 50 um would afford a stiffener with the same P capacity as the 6 mm
silicon stiffener that had a 100 percent insertion success rate. Experiments should continue with
diamond to determine a minimum thickness that will ensure successful insertions and provide an
adequate margin of safety.
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INTRODUCTION

Deep brain stimulation (DBS)
Deep brain stimulation (DBS) involves

implantation of neural probes with electrodes
that deliver precise electrical impulses at exact
locations to regulate irregular neural signals
(Figure 1). DBS is used to treat several
neurologic and psychiatric conditions, including
Alzheimer’s disease, epilepsy, major depressive
disorder, obsessive-compulsive disorder and
Parkinson’s disease.? Researchers use DBS to
record neural activity for a better understanding
of brain functions, and endeavor to design
probes with greater capabilities and recording
lifetimes.

Figure 1 Diagram of brain with an implanted DBS

device®.

The insertion challenge

Researchers at Lawrence Livermore National Laboratory (LLNL) design flexible neural probes
with longer in vivo recording times than any other neural probes currently fabricated.* Part of their
success derives from their flexibility, because flexible probes cause less damage, as does a small
cross-sectional area, but these properties make the process of inserting the probes difficult. Probes
designed for rats typically require a recording depth of 6 mm, while recording depths for large animal
probes are typically 30 mm. Inserting a 30 mm flexible probe presents an even greater challenge.

Innovative techniques addressing the
insertion challenge abound in the literature.
Eckhorn et al. designed an elastic tube to
support the neural probe as it was inserted
into the brain,”> and numerous papers describe
a biodissolvable delivery vehicle created by CABLE/
coating the probe with a substance that
dissolves after implantation.®”#91911  Many \\/
techniques use a temporary delivery shuttle. ELECTRODES
Loffler et al. created a probe with a reinforced

punch hole for attachment to a temporary
insertion rod.'? Another technique, developed

# STIFFENER
CONNECTOR

Figure 2 Drawing of neural probe and the stiffener used
for insertion using technique developed by Felix et al.*3

at LLNL, uses a temporary silicon stiffener attached to the neural probe with a bio-dissolvable
adhesive,’® both of which are shown in Figure 2. Po-Cheng et al. used a detachable ultrasonic enabled
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inserter' and Jaroch et al. used a magnetic insertion tip.!> Damage to neural tissue is minimized by
having a smooth surface, a small cross-sectional area, a sharp tip, and inserting the probe at a slow
rate 1617181920 Effective techniques exist, but researchers are still working on their optimization,
particularly to address the issues encountered when inserting high aspect ratio neural probes.

Insertion of an LLNL flexible neural probe, using the technique developed by Felix et al.,!3
requires the use of a temporary delivery shuttle to provide stiffness to the neural probe. There is an
increased risk of buckling failure for the stiffener due to the high aspect ratio: stiffeners used for rats
are typically 6 mm in length, 80 um wide and 30 um thick, while large animal stiffeners may be 30 mm
in length, 80 um wide and 30 um thick. A stiffer material decreases the potential for buckling, as
does increasing the cross-sectional area, but there are biocompatibility constraints on material
selection and safety limitations on cross-sectional area. Biocompatible materials available for use as
a delivery shuttle include silicon, tungsten and diamond with moduli of elasticity of 169 GPa,?* 405
GPa?? and 850 GPa,?3 respectively.

This research compared insertion success for 6 mm long silicon stiffeners (for rats) and 30 mm
long stiffeners (for monkeys) using the technique created by Felix et al. (2013), and investigated the
material and cross-sectional area needed to ensure a 100 percent successful insertion rate for LLNL
flexible neural probes.

MATERIALS & METHODS

Materials & equipment

The stiffeners used for the experiment were fabricated from a silicon-on-insulator wafer, using
standard microfabrication techniques, and had the following dimensions for length, width and
thickness, respectively, 6 mm, 80 um, 30 um, and 30 mm, 80 um, 30 um. A 10 um x 10 pum channel
runs down the center to provide space for the bio-dissolvable adhesive that affixes the stiffener to the
probe. Figure 3 shows an image with both stiffeners side-by-side for contrast.

1000um
5 4 —

Figure 3 2D dimensional stitch of 6 mm long and 30 mm long stiffeners used in experiment (made with Keyence VHX
5000 microscope).
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An acrylic box filled with 0.6% agarose gel, prepared following a standard recipe, simulated
brain tissue. According to the literature, this concentration most accurately replicates brain tissue.?*
Brain phantoms were kept in a refrigerator for preservation and were stored for a maximum of 7 days.

As shown in Figure 4, stiffeners were fastened with putty (3M) onto an acrylic mounting plate
assembled to fit a microdrive (CONEX-CC) that was attached to a stereotaxic frame. The microdrive
software allowed selection of specific insertion speeds and distances. A microscope (Keyence VHX
5000) and a digital camera recorded images of the stiffeners as they inserted into the agarose, and the
temperature of the gel was monitored using an infrared thermometer.

Stereotaxic <—— CONEX-CC microdrive

frame —
<—— Mounting plate

Putty

/ Stiffener

/ Keyence VHX 5000
< microscope

< Adjustable XYZ stage

Figure 4 Diagram of experimental set up.

Experimental procedure

A 0.6% agarose gel was prepared before the experimental procedure, following the
Sigma-Aldrich protocol (with hotplate), and poured into an acrylic box to cure overnight.2> On the day
of the experiment, a thin layer of phosphate buffered saline (PBS) kept the agarose hydrated while it
was warmed in an oven to 37° C (body temperature). Each of the stiffeners used for the experiment
was examined for tip breakage and placed in individual, labeled boxes. For the test, the tab portion
of the stiffener was attached to the mounting plate with putty, and the stiffener was positioned just
above the 37°C gel and about 2 mm from the edge of the acrylic box. A camera and the microscope
video-recorded each experiment. The microdrive was set to insert a distance equal to the length of
the stiffener at a specific speed (between 0.13 and 0.5 mm/s), and the descent was closely monitored.
If the radius of curvature exceeded 10 mm, the descent of the microdrive was interrupted.
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Calculations

Critical buckling load (P.) was calculated using Euler’s buckling equation (Equation 1). Once
the stiffener embeds in the gel it is fixed on both ends and the effective length is half of the total
length, as shown on the graph in Figure 5.  Effective length is measured between the inflection points
of the curve. Figure 6 shows the cross-sectional area used for calculating the area moment of inertia
which is calculated using Equation 2.

Where:
L P % P¢r = Critical buckling load (N)
M or = T 12 E = Modulus of elasticity (Pa)
Ix= Area moment of inertia (m*)
L. = Effective length (m)
t3
(2) I, = M;—Z Where:
Ix= Area moment of inertia (m?)
w= Width (m)
t=thickness (m)
F
/ /\!// / /
A
3
N
N ] 10 um
= > t =30
o 10 um
\
< < >
3 w =80 um
y
NNN NN
Figure 5 Diagram of buck“ng curve for a Figure 6 Cross-sectional view of stiffener ShOWing
column fixed on both ends. the open channel that runs down the center of the

stiffener for the biodissolvable adhesive.
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RESULTS

Insertion success rate

Table 1 presents the insertion success rate for each of the silicon stiffeners tested, and Figures 7
and 8 show the deflections experienced by two different 30 mm silicon stiffeners. For the 30 mm
long stiffeners, it was noted that even those that fully inserted underwent a slight deflection, but then
straightened out and inserted fully (Figure 7).

Table 1 Summary of results for insertion success rate of stiffeners tested.

Material Length Width Thickness Insertion Success rate
(mm) (um) (um) speed (%)
(mm/s)
Silicon 6 80 30 0.1-1.0 100
Silicon 30 80 30 0.4-0.5 25

Figure 7 Image of a 30 mm silicon stiffener that inserted fully ~ Figure 8 Image of a 30 mm silicon
The stiffener experienced some deflection but recovered and  stiffener that did not insert
inserted the full 30 mm. successfully.
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Critical buckling load (Pc)

Calculations for critical buckling load (P) for the two silicon stiffeners, with varying thickness,
are graphed in Figure 9, along with the P, for 30 mm stiffeners made of tungsten and diamond. The
dashed purple line marks the P of the 6 mm stiffener that was successful 100 percent of the time.

Thickness vs. critical buckling load (P_,)
for diamond, tungsten and silicon

300
—_ —— Diamond (30 mm
% length)
— 250 Tungsten (30 mm
S
a’ length)
-8‘ 200 === "Silicon (30 mm length)
o
Y Silicon (6 mm length)
£ 150
=
5 /l = «= Pcr of successful 6 mm
2 100 silicon stiffener
S
x
S 5o
Modulus of Elasticity
Silicon 169 GPa
0

Tungsten 405 GPa
Diamond 850 GPa

Material thickness (um)

Figure 9 Graph showing the effect of thickness and material modulus of elasticity on critical buckling load

DISCUSSION

The goal for this experiment was to compare the insertion success rate of 6 mm and 30 mm
silicon stiffeners and identify the requirements for a stiffener that would successfully insert a 30 mm
neural probe. Insertion of a 30 mm silicon stiffener at target speed was not successful, but much was
learned about how to design a 30 mm stiffener that will ensure a 100 percent successful insertion rate.

Inserting at a slow rate is desirable to decrease tissue damage, though inserting at a greater
speed facilitates insertion because rate dependent material properties increase stiffness at higher
speeds. The target speed for this experiment was 0.13 mm/s. Even at a speed almost ten times the
target speed, there was not a consistent method that worked for inserting the 30 mm stiffeners
successfully. The 6 mm stiffeners had no problems with buckling at any speed tested (0.1-1.0 mm/s)
and were able to withstand multiple insertions, while the 30 mm stiffeners buckled more due to
repeated insertions.
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Critical buckling loads were calculated for different thicknesses of 6 mm and 30 mm long silicon
stiffeners, and for comparison of 30 mm long tungsten and diamond stiffeners, all having the same
width. Length is a major contributor to the critical buckling capacity of the stiffeners. P fora 6 mm
silicon stiffener is 25 times greater than the P for a 30 mm silicon stiffener. The limiting variables for
buckling in this experiment are the area moment of inertia (Ix) and the modulus of elasticity (E).
Minimizing tissue damage warrants keeping the cross-sectional area as slender as possible, but has
adverse effects on the P.r.  Increasing the thickness of the 30 mm stiffener by 10 um, 20 um or 30 um
increases the P by 2.39, 4.69 and 8.2 times, respectively, for all three materials, and using diamond
instead of silicon increases the P by 5 times.

It is critical to have a high percent success rate for in vivo neural probe insertions. The 6 mm
silicon stiffeners tested had a 100 percent success rate because they were very robust and possibly
over-designed. On the graph in Figure 9 the dashed horizontal line represents the P, of the 6 mm
stiffeners from the experiment. Under the assumption that having an equivalent buckling capacity
would mean a similar success rate, diamond at a thickness of 50 um would ensure a 100 percent
success rate for in vivo probe insertions with 30 mm stiffeners. Because no buckling of the 6 mm probe
was observed under relevant test conditions, it is possible that a 30 mm diamond stiffener with a
reduced thickness would still provide a reliable insertion success rate.

CONCLUSION

Silicon stiffeners that are 30 mm long, 80 um wide and 30 um thick buckle when inserted into
0.6% agarose at the target insertion speed of 0.13 mm/s and fail to insert completely. Using a 30 mm
long diamond stiffener 80 um wide and 50 um thick would provide a critical buckling load (Pc) similar
to the P. for the 6 mm silicon stiffener that had a 100 percent insertion success rate. Further
experimentation should explore the minimum thickness of diamond required for a 100 percent
insertion success rate while still providing a margin of safety.
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